Development of a shock absorbing biomedical elastomer for a new total elbow replacement design.
A shock absorbing concept of a total elbow replacement is presented. The development of a polyurethane elastomer with suitable damping and vibration characteristics, and the impact tester for comparative evaluation of elastic properties are described.